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PROCEDURE #67 

 

Equipment Standardized: 

 

MECHANICAL RAMMER (Proctor)         D 2168, SD 104 

 

 

Purpose: 

 

To provide instructions for standardizing the mechanical soil compactors for use in checking and adjusting 

mechanical devices used in laboratory compactors. 

 

 

Inspection Equipment Required: 

 

ASTM D 2168, Practice A 

 

 

Tolerance: 

 

The percentage difference of maximum unit weight values shall meet the tolerances specified in the test methods 

listed above. 

 

 

Procedure: 

 

Follow the procedure of ASTM D 2168, Practice A. 


